
HDO Printdocument
Version 2.7.1.231.08.24 09:43:58 Page 1 of 1

0 0
25 25
50 50
75 75

100 100
125 125
150 150
175 175
200 200
225 225
250 250
275 275
300 300

10 10

10 10

240 220 200 180 160 140 120 100 80 60 40

  SYS = 169 P-Max (P1) = 250 CuffT (P5) =  C1
  DIA =  94 P-Min (P2) =  25 ErrCd      =   0
  MAP = 120 mmHg/s(P3) =  12 Version MD 2.44.06
PULSE = 224 Gain  (P4) = 280 Version PC 2.7.1.2

Created  31.08.24 09:32:39

D:\SiLabs\VetHDO\2.7.1.2\01674\00000\2408310932390
No.: 165039
Owner:  Markus
No.:
Name:

Event: Routine

*** History:

            Filename    Created     Time SYS MAP DIA Pulse Remark
 --------------------------------------------------------------------------------
 2408310933370       31.08.24 09:33:37 172 121  93   181
 2408310932390       31.08.24 09:32:39 169 120  94   224
 2408310932110       31.08.24 09:32:11 176 120  90   185
 2408310931430       31.08.24 09:31:43 173 120  92   185
 2408310931160       31.08.24 09:31:16 169 118  91   196
 2408310930480       31.08.24 09:30:48 172 119  91   189
 2408310930210       31.08.24 09:30:21 175 119  89   186
 2408310929530       31.08.24 09:29:53 176 121  91   188
 2408310919550       31.08.24 09:19:55 175 130 106   195
 --------------------------------------------------------------------------------
                                         173 121  93   192


